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WHY COMPENSATION IS NECESSARY
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FLUORESCENCE DETECTOR FILTER PASSBANDS:
525 BP         575 BP      610 BP                            665 LP

WAVELENGTH (nm)           530              580              630 680              730              780

The emission spectra shown are for equal concentrations (mg 
antibody/ml) of mouse anti-human IgG directly conjugated 
with fluorescein (FITC), phycoerythrin (PE), and tandem 
conjugates of phycoerythrin with Texas red (PE-TR; ECD) and 
Cy5 (PE-Cy5), with excitation at 490 nm. Spectra are corrected 
for PMT responsivity differences at different wavelengths.
(After Shapiro HM, Practical Flow Cytometry, 4th Ed, Wiley-Liss, Hoboken (NJ), 2003, p. 37)
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THE SUBTRACTIVE COMPENSATION “ WORD PROBLEM”

(FL = fluorescein, PE = phycoerythrin)

Green Fluorescence (GF) = FL green + PE green

Yellow Fluorescence (YF) = FL yellow + PE yellow

Solve for FL green and PE yellow
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Green Fluo (linear)

For single color fluorescein control (FC):

GFFC = FL green; FL yellow = (YFFC/GFFC) * FL green 

For single color phycoerythrin control (PC):

YFPC = PE yellow; PE green = (GFPC/YFPC) * PE yellow

(The YF/GF and GF/YF values may be deter-
mined more accurately from the slope of a 
regression line, using a multi-level control) 



Let A = (YFFC/GFFC) ; Let B = (GFPC/YFPC) 

GF = FL green + B (PE yellow); \\\\ FL green = GF – B (PE yellow)

YF = A (FL green) + PE yellow; \\\\ PE yellow = YF – A(FL green)

FL green = GF – B (YF – A (FL green)) = GF – B (YF) + A (FL green))

(1-A) (FL green) = GF – B (YF)

FL green = (GF – B (YF))/(1-A) [FL green is proportional to FL total]

PE yellow = YF – A (GF – B (PE yellow)) = YF – A (GF) + B (PE yellow)

(1-B) (PE yellow) = YF – A (GF)

PE yellow = (YF – A (GF))/(1-B) [PE yellow is proportional to PE total]
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The circuit at left uses one potentiometer and 
two operational amplifiers and derives a 
compensated yellow fluorescence signal from 
green and yellow fluorescence inputs; a 
complementary circuit derives a compen-
sated green fluorescence signal. Such 
circuits must operate on linear signals!!!



Bagwell and Adams (Ann N Y Acad Sci 
677:167-84, 1993) pointed out that 
compensating for n-color fluores-
cence requires (n2 – n) coefficients, if 
software is used, and the same 
number of potentiometers (or DACs), 
and twice as many op amps, if hard-
ware is used. That’s 12 knobs for 4 
colors, 20 for 5 colors, etc.

They described the matrix algebra of 
subtractive compensation for n colors, 
and also proposed an additive model, 
in which total fluorescence of each 
fluorochrome is derived from the sum 
of its overlap contributions to 
fluorescence in bands other than the 
primary emission region. The model 
also considers autofluorescence.

It now appears that subtractive 
compensation is preferable…



HIGH-TECH IMMUNOPHENOTYPING

Mario Roederer et al, starting in the Herzenberg lab at Stanford 
and now in a number of other places, have examined as many 
as 12 [maybe more] labels at once (8 are shown here), defining 
sub-subsets of lymphocytes as one practical consequence.



BEATING THE “ MAINFRAME MENTALITY”
In the 1950’s, executives at IBM estimated the worldwide market 

for mainframe computers at under 100 units…

1961
IBM 7094 

160 kHz CPU
160 KB RAM

No HD
Power: kW
$4,000,000

1981
IBM PC

4.77 MHz CPU
640 KB RAM 

5 MB HD ($500)
Power: 250 W

$4,000

2001
IBM ThinkPad

1 GHz CPU
256 MB RAM

15 GB HD
Power: 25 W

$2,000

= <<

This and cheap ADC’s from digital audio lets us keep up with 12 colors…



TRADITIONAL FLOW CYTOMETER:

DETECTOR ®®®® PREAMP ®®®® COMPENSATION CIRCUIT
®®®® LOG AMP ®®®® INTEGRATOR/PEAK DETECTOR
®®®® 10-BIT ANALOG-TO-DIGITAL CONVERTER (ADC)

SEMI-DIGITAL FCM (EPICS XL, CYTOMUTT):

DETECTOR ®®®® PREAMP ®®®® INTEGRATOR/PEAK DET
®®®® 16 to 20-BIT ADC; compensation and logarithmic
conversion are done by digital computer 

ALL-DIGITAL FCM (LUMINEX; B-D PROTOTYPE):

DETECTOR ®®®® PREAMP ®®®® 14-BIT HIGH-SPEED ADC; 
triggering, baseline restoration, integration/peak 
detection, compensation and log conversion are done by 
DSP chip or digital computer



WHAT THE DECADES MEAN (ELECTRONICS)

The bottom of the scale on a real flow cytometer is likely to 
represent only a few photoelectrons; if the minimal number of 
fluorochrome molecules detectable is 100, the top of a 4-
decade scale represents 1,000,000 molecules.



THE “ PICKET FENCE”

The same data, taken from 
measurements of a PE-antibody 
bound to antibody-binding 
beads, are shown on a 256-
channel linear scale in the upper 
plot, and a 256-channel (64 
channels/decade) log scale in 
the lower plot. No log amps were 
used; the data were taken with a 
16-bit ADC.

The “ picket fence” arises 
because one cannot convert low 
16-bit linear numbers to log 
values unambiguously; one 
would need a 20-bit converter.  
to “ tear down the fence.” Look at 
the fence as if it had an attached 
sign saying “ Beware of the 
Data.”



“ Q and B” : Determinants of Cytometer Sensitivity

Bob Hoffman of BD Biosciences and Jim Wood, 
formerly of Beckman Coulter, have formulated the 
model of cytometer sensitivity now preferred by 
leading flow jocks. Q is the quantum efficiency of 
detection, typically 0.25 photoelectrons/MESF for PE 
and 0.012 photoelectrons for fluorescein on a 
modern benchtop cytometer. B is background; the 
picture below shows deleterious effects of increased 
background on resolution of dim objects.

CVs of dim objects are dominated 
by photoelectron statistics; lower 
Q means fewer photoelectrons are 
detected, CVs go up, and separa-
tion of dim populations gets worse.



Photoelectron statistics dictate that the variance of a dim or “ negative”
signal will be higher than that of a positive signal. In the case of 
“ double negatives” , the amount by which compensation changes the 
original signal is small; in the case of “ single positives” , the variance 
of the compensated “ negative” data will be greater than the variance of 
the “ negative” data in the “ double negatives” . The real data are 
probabilistic; compensation is deterministic. Spectral overlap is 
background (B); additive compensation therefore tends to lose more 
than it gains.



The log of a negative number is undefined, meaning that an 
algebraic (or electronic) fudge factor is needed to keep 
compensated data on a log scale. This can generate the 
appearance of multiple populations among the negatives, and, 
for those who can’t read the signs on the picket fences, a 
transformation to a biexponential scale may help.



As I’d say, one May in Montpellier,
There’s more to know of flow
Than I wrote years ago.
Of compensation, polarization,
GFP and DSP and bead assays galore.

Lists of probes now tax our frontal lobes,
And we’ve got laser beams
Beyond our wildest dreams.
With my book slated to be updated,
I requested help in getting on, on with my chore!

Colleagues heard, and when they got the word,
They e-mailed files of cells
And piles of URL’s,
Sent me plots of what they’d stained,
Told me what should be explained,
And all I’ve gained is here contained.

Edition Four is finally out the door,
Fully revised; now supersized.
Adding references and figures, I have stressed
How the field has progressed.

I’ve done as good a job as I could do,
All thanks to help from you!

From you, from you, all thanks to help from you!


